Abstract. For many clinicians, their effectiveness is dependent on the magnitude of forces they manually apply to their patients. However, current state-of-the-art care strategies lack quantitative feedback, making it difficult to provide consistent care over time and among multiple clinicians. To provide real-time quantitative feedback to clinicians, we have developed a disposable glove with a force sensor embedded in the fingertips or palm. The sensor is based on the fiber-optic bendloss effect whereby light intensity from an infrared source is attenuated as the fiber is bent between a series of corrugated teeth. The sensor fabricated has a very low profile (10 × 7 × 1 mm) and has demonstrated high sensitivity, accuracy, range, and durability. Force feedback up to 90 N with an average force threshold at 0.19 N and average sensor resolution at 0.05 N has been demonstrated. A preliminary clinical study has also been conducted with anterior cruciate ligament reconstruction patients who show significant range of motion improvement when treated with the force-sensing glove.
Introduction
Greater than 70% of the U.S. will seek clinical care for musculoskeletal ailments, such as muscle strains, ligament strains, joint replacements, and arthritis, at some point during their lives. 1 The effectiveness of diagnosis, treatment, and evaluation is dependent on the forces that clinicians apply with their hands. However, current practices lack a tool for the measurement of these forces, leaving much of their intervention subjective.
In diagnosis, treatment, and evaluation, the forces that a clinician applies to his/her patients are not currently quantifiable. These forces are based on previous experience rather than on standard procedures. The physical therapist assigns a strength rating on a 1 to 5þ scale based on his/her perception of how this patient compares to others evaluated during their practice. Another therapist could assign a different strength rating based on experience or perception on any given day. Pain threshold scoring is similarly qualitative as clinicians diagnose or track progress by feel. The problem is presented when a clinician sees a patient over a period of time and is compelled to repeat diagnoses or treatments due to a lack of quantitative history. This has been known to cause frustration for the patients who are repeatedly subjected to painful or routine procedures. This problem is clearly amplified when a patient changes therapists, which is common, especially among athletes. Similarly, a chiropractor's work is largely based on their perception of the forces they apply to their patients. In 1992, a study was conducted by the Stanford Stroke Center that surveyed California chiropractors. Among the 177 respondents, in the preceding 2 years, there were 55 occurrences of stroke following <24 h after spinal manipulation. 2 If these chiropractors knew the forces they were applying to their patients, it is possible these adverse consequences could have been avoided.
Numerous other applications have been identified where manual force is critical but not currently quantified. These include infant CPR training, tool manipulations in surgery, and cardiovascular evaluation. In all applications, the lack of quantitative data prevents consistent and communicable results from being shared that could directly link diagnosis data with treatment protocols and recovery results among the community of musculoskeletal practitioners. Even in cases where some of this data is published, there is no practical way for clinicians to utilize the data while practicing because no tools exist to measure the forces that are applied.
At least one study has been conducted to investigate the benefits of concurrent quantitative force feedback in teaching students correct procedures. In 1990, a group of 110 physical therapy students were observed while learning a spine mobilization technique with and without force feedback. The force was measured with a force plate under the table where the patient lay. In Ref. 4 , it was recorded that "This additional feedback resulted in immediate improvement in accuracy and consistency of performance of the technique. The improvement was found still to posttest and at follow-up posttest be present one week later." 4 Similar improvements have been demonstrated with the use of force sensors during other clinical investigations. [5] [6] [7] [8] [9] Healing times were significantly decreased with concurrent force data and recording capabilities. In all of these cases, it has already been shown that quantitative force feedback and recording are beneficial for training and treatment. However, the methods employed by these investigations are expensive, cumbersome, and not widely applicable. Force plates can measure forces only through the table in the vertical direction. The load cells used in several studies were bulky and did not allow therapists to function normally.
A few research groups have developed force-sensing gloves to directly measure the forces between patient and clinician. A tactile glove was developed by Burdea et al., 10 which measured grasping forces in virtual reality for rehabilitation activities. The glove uses ultrasonic force sensors that proved to be too sensitive to noise generated environmentally and by the wearer. Another force-sensing glove, based upon conductive ink, was developed by Nikonovas et al., 11 which was slow to respond and would be unsuitable for dynamic measurements. Also, accuracy was modest, demonstrating up to 6% error in static measurement with decreasing performance after limited use. A resistor-based force-sensing glove has also been developed to study the grasping forces required for several daily tasks. 12 However, because of the electromagnetic field generated by individuals, the sensor was not effective for measuring forces between two people. These reviewed force-sensing gloves identify the need for a low-profile, universally applicable sensor that will respond dynamically with good accuracy over a large range. Other gloves have been developed that use strain gauges to measure force but require thick, rigid structures to accurately measure bending correlated with force. 13 A conductive polymer sensor was also employed in a force-sensing glove, but it was found that the force was accurately measured only at a very small point location and two rigid plates each 1-mm thick had to be applied to distribute force application. 14 To resolve issues identified in these previous studies, a fiberoptic bendloss force sensor has herein been developed to measure manual force application by the clinician. Optical bendloss sensors have been touted for their low cost, high sensitivity, inertness to electromagnetic interference, durability, and repeatability. Many bendloss sensors have been developed for a variety of applications. In a weighing mechanism, an optical fiber was looped around a beam that was supported on one side by a vertical stand. 15 A weight applied to the end of the beam bent it proportionally to the mass, bending the fiber and attenuating the light signal from the transmitter diode. The sensor demonstrated a linear response under static conditions. Microbend is another bendloss technique whereby the fiber is perturbed between a series of teeth with small spacing. A review of more than 100 microbend sensors showed that the period of the teeth in a sensor can change its sensitivity by orders of magnitude. 16 The review also found that the region of safe loading for a fiber is less than one fourth of its break stress. In this region, the life of the sensor may exceed 10 billion cycles. A microbend balance was presented in 2004 that used two plates with sharp angular teeth to engage and bend a plastic optical fiber. 17 They showed highly linear results and fast response times with a 1.0-mm-diameter fiber. One major disadvantage of optical sensors is insertion loss, that is, at every point where two optical components are coupled together significant loss occurs, often requiring high powered emitters. Microbend sensors have been used in the automotive industry, 18 fuel tank monitoring in aircraft, 19 and structural stability testing for health care. 20 Currently, however, there exists no commercially available disposable, low-profile microbend sensor suitable for this application.
Methodology
Fiber optic bendloss sensors have been shown to have high sensitivity and linearity along a large range of forces or pressures. 21, 22 In this application, a thin optical sensor is embedded in a disposable clinical glove at the fingertips and palm to measure the force that a clinician applies with his hands. The force is transmitted to the display unit [ Fig. 1(a) ] where it is filtered, calibrated, and displayed. The sensor is based on an optical bendloss technique whereby light is attenuated by spatial perturbations through a series of alternating teeth [Figs. 1(b) and 1(c)]. With this method, the sensor can be thin enough to prevent interference with normal clinical practice while remaining inexpensive. It is also electrically inert to electropotentials between patient and clinician, will not interfere with other clinical instrumentation, and is safe to dispose of after use. In the end product, the optical electronics and wireless module are housed in a wrist cuff to which the disposable glove is connected before use. In the prototype presented here, the wrist cuff is connected to the display unit with a cable instead of a wireless connection, and the optical electronics are housed in the glove instead of on the wrist cuff. The display unit includes calibration hardware and a screen and can be mounted to a wall or secured to a stand in the clinic.
The flexible sensor was designed with soft tissue material properties to conform around the ventral tips of the fingers and palm of the hand while providing force feedback over a wide (clinically relevant) force range. Our sensor involves two thin polymer plates sandwiching a 250-μm-diameter optical fiber [ Fig. 1(b) ]. The two plates are semirigid and engineered to induce periodic bending in the fiber at a pitch that maximizes loss and ultimate range. On these plates, a series of corrugated teeth engage the fiber when compressed by outside forces and produce bends that attenuate the light passing through the fiber. 21, 23, 24 This attenuation of light is proportional to the amount of bending the fiber experiences. In this way, the force applied can be directly related to the light lost-creating a sensor that is electronically inert and highly sensitive to manual forces applied by the hands. Furthermore, the combination of geometry and optical bendloss characteristics creates a low hysteresis highly repeatable nonlinear profile that provides high sensitivity at low forces and large range at higher forces.
Bendloss
The sensor is based on the bendloss property of optical fiber. As a fiber is bent, some of the light that propagates through is lost across the cladding layer and the light intensity that continues through the fiber is attenuated (Fig. 2) . Optical fibers are
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Tsao and Cheng 25 have demonstrated, based on experimental results, that total power loss due to bending can be simplified to an exponential function of bending radius and angle 26 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 1 ;
where L is the total light loss in dB, θ is the total angle about which the fiber is bent (360 deg for a full revolution around a mandrel), r is the radius of curvature of the bent fiber, and α, β, and γ are the constants dependent on various conditions, such as fiber type and wavelength. 25 Each of these constants is determined experimentally. We can then conclude that a sensor that produces bending in an optical fiber around a profile with large radius r and small curvature θ will yield maximal attenuation.
The correlation between displacement and bending loss can be geometrically calculated. To obtain bending loss as a function of force applied to the sensor requires only the relationship between force and displacement which can be computationally generated with finite-element modeling.
Sensor Modeling
To identify specific geometries and materials that would be sufficient to induce periodic bending in an optical fiber, a finiteelement analysis using ANSYS was performed on a simplified model of the sensor. The top and bottom deformer plates, appearing in turquoise in Fig. 3 , were given material properties similar to acrylonitrile butadiene styrene plastic. The fiber was modeled as poly(methyl methacrylate), the same material as the polymer optical fiber ultimately used. The elastomeric filling material has the mechanical properties of polydimethylsiloxane which is similar to the silicone rubber. The sensor was modeled and analyzed in ANSYS with tetrahedral elements. The bottom surface of the bottom deformer was fixed and 120 N was distributed over the top surface of the sensor.
Based on the results from the optimization, it is found that smaller tooth spacing (pitch) limits the ultimate extent of Fig. 2 Bend loss diagram. R is the radius of curvature of the optical fiber at the center axis and θ is the angle of bending. Some modes from propagating light in an optical fiber will not be reflected inside the fiber, yielding loss in the light intensity measured by a detector. bending while larger pitch induces less bending under equal load. Figure 3 (c) was obtained after optimizing the pitch. It shows a cross-sectional view of the sensor (250-μm fiber diameter) with the fiber bent between the teeth under 100 N. At 0.9-mm (seven teeth) pitch, the fiber bends periodically with large deformation. The simulation was conducted at 20-N increments from 0 to 120 N, and the displacement of the teeth was measured at each step. Displacement increases linearly with quasistatic loading resulting in 0.12-mm displacement at 120-N force as shown in Fig. 4 .
These displacements were then applied to a SolidWorks model of the sensor with optimized geometry. Tangential constraints were placed on the fiber, and the bending angle and radius of curvature of the fiber were measured with applied displacements. The bending angles and radii were measured in the model as a function of displacement. The angle is shown to change linearly with applied force while the radius of curvature varies inversely with displacement and force (Fig. 5) .
The plotted angle function represents one bend of which there are seven in the sensor. At 100 N, the fiber is shown to bend at 25 deg with a radius of curvature of 1.96 mm.
The equations relating the radius of curvature r and bending angle θ as a function of force were then used to generate a theoretical light loss formula based on bending formulas calculated and verified in Ref. 10 .
When bending an optical fiber between a series of cylindrical teeth spaced closely enough to approximate successive radial bends in the fiber, bending (and consequently sensitivity) depends on the pitch of the teeth (p), the radius of curvature of the teeth (R t ), and tooth height (H t ). The latter two parameters affect the displacement range attainable by the sensor because of mechanical obstruction. Loss has been empirically measured and shown by earlier Eq. (1). The displacement of the sensor (d) has been shown to be linear with respect to force (F) (Fig. 4) . The effect of displacement on bending can be geometrically calculated as demonstrated in Fig. 6 . In this calculation, the fiber is assumed to contact both teeth tangentially throughout loading and will be unbent when unloaded (d ¼ 0). The bent fiber can be approximated as two arcs tangent to each other and equal in dimension. The average radius of curvature of the fiber is approximated through the axis of the fiber.
Because the fiber bends in two equal portions, segment b is one half of sensor displacement d. Similarly, segment a is one half of the pitch (p) because it is the midpoint between the teeth. Therefore, by the Pythagorean theorem E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 2 ; 6 3 ;
By law of cosines E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 3 ; 6 3 ; 3 3 4
which, after substitution for c 2 and reducing, becomes E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 4 ; 6 3 ; 2 8 0
To obtain a system of two equations to solve for θ and r, we can define the trigonometric relationship E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 5 ; 6 3 ; 2 1 5
Solving the system gives E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 6 ; 6 3 ; 1 6 2 r ¼
and E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 7 ; 6 3 ; 1 0 8 θ ¼ cos
The formula for r can be approximated as a reciprocal function (r ¼ 0.2∕d) when d is <0.25 mm and the formula for θ can be approximated as a linear function (θ ¼ 0.13 × d) with respect to displacement in the same region. These mathematical models validate the finite-element analysis performed with the same geometry. These formulas can also be inserted into the simplified bendloss formula to estimate the relationship between attenuation and displacement. The relationship between attenuation and displacement is dependent on the coefficients of each factor (angle and radius) in Eq. (1) and thus the radius and angle components cannot be easily combined analytically to obtain a loss formula. Other theoretical formulas have been demonstrated to calculate these correction factors.
The relative attenuation due to decreasing the radius of curvature by loading is found to be E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 8 ; 3 2 6 ; 3 4 6
As tooth pitch increases, attenuation decreases until the mechanical limit is reached (Fig. 7) . In a sensor with tooth pitch of 0.5 mm, height of 0.4 mm, with radius of curvature of 0.25 mm, and a fiber of diameter 0.25 mm, the bending limit is reached at 0.12-mm displacement although 0.25-mm displacement can be reached with larger pitch. In this arrangement, bending sensitivity is highest with the smallest pitch (0.5 mm) but overall range is optimized with a pitch of 0.7 mm. Sensitivity to bending is initially poor at low displacement, creating a toe region at the beginning of the loading curve. As displacement increases, attenuation asymptotes and the region of highest sensitivity are in the middle.
Relative attenuation due to increasing the angle of bending is given by E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 9 ; 3 2 6 ; 1 5 7
Attenuation is most severe at lower pitches, but the mechanical limit of the sensor is also demonstrated here. Sensitivity to bending is most profound with the smallest pitch (0.5 mm) but has the highest ultimate range when the teeth are spaced 0.7 mm (12) apart (Fig. 8 ). Sensitivity to bending is again lowest at low displacements.
The total loss can be combined from Eqs. (8) and (9) E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 1 0 ; 6 3 ; 4 8 4 L T ¼ αe βθ−γr ¼ αe
Using the tooth geometry optimized from finite-element analysis and the theoretical calculations, the sensor was modeled in SolidWorks. To prevent damaging the fiber with severe bending at a low pitch, the teeth were spaced 0.9 mm apart [ Fig. 3(c) ]. The teeth were given radii of curvature of 0.4 mm with a height of 0.25 mm. The top deforming plate contains four teeth and the bottom contains three teeth with a groove on each side for aligning the fiber along the center of the teeth [ Fig. 3(c) ]. When assembled, the clearance between top and bottom teeth is 0.25 mm, the diameter of the fiber. Two lips were included on the lateral edges of the top deforming plate [ Fig. 1(b) ] to align the two plastic parts. The top and bottom surfaces of the assembled sensor are contoured slightly to eliminate the feel of edges when mounted on the fingertip. The sensor's assembled footprint is 10 × 7 mm and its height is 1.0 mm [ Fig. 1(b) ]. The slightly curved contours of the top and bottom surfaces reinforce the applicator plates so that the fiber can bend normally when a load is applied (see Fig. 11 ). The sensor is also made naturally to respond to a force that's added to a point since the light attenuation is proportional to the total amount of bend occurring in the entire fiber and independent of individual bends in teeth.
3 Sensor Fabrication
Optical Sensor Assmebly
Molds were drawn (Fig. 9 ) that were used to reproduce the sensor in two-part plastic (Smooth-On 385) three sensors at a time. Holes in the corners were included to place disk magnets for mold alignment. The blocks were printed on a three-dimensional printer with 0.1-mm layer thickness in a rigid polymer (Vero Blue from Red Eye RPM). To cast the top and bottom deforming plates, the liquid plastic components were mixed in equal amounts and poured into the cavities on the molds. After partially curing to a sticky gel-like composition, the two halves of the molds were joined magnetically then clamped to press out excess plastic material. After curing for at least 1 h, the sensor parts were removed and trimmed. Mold release was sprayed onto the molds before pouring the plastic to facilitate easy removal.
The optical fiber was cleaved using a razor blade pressed down orthogonally to the fiber. To assemble the sensor, the fiber was then centered in the groove of the bottom plastic deformer. An excess of silicone rubber sealant was applied to the elastomer cavity and the top deforming plate aligned and depressed down, pressing the excess elastomer out the sides. In this way, the whole cavity is filled with the elastomer material, securing the fiber on both ends and holding the deforming plates together adhesively.
Optics Integration and Embedding
The signal is generated by transmitting light through the fiber and measuring the relative intensity after it passes through the fiber between the applicators. An infrared (centered at 940 nm) light-emitting diode (LED) light source was used to limit Fig. 8 Mathematical model of relative attenuation as a function of displacement and pitch due to bending angle only. With 5-and 6-mm pitch, the mechanical limit of bending is reached before the ultimate sensor compression limit. One fiber passes through the sensor and the other serves as a macrobend correction signal that eliminates the noise generated when the finger or wrist is bent. To couple the fiber to the optical components, the cleaved end of the fiber was inserted into a 5-mm length of 0.6-mm outside diameter wire jacket. This was secured to the LEDs and phototransistor with shrink wrap tubing and epoxied together. The optical components were wired to a four-channel plug (LED supply, ground, and the two phototransistor output channels) that connected to the custom circuit board housed in the wrist cuff. Another four-channel plug was connected to the other side of the printed circuit board (PCB) to be connected to the display unit. The PCB contained simple circuitry to indicate power connection, glove connection, drive the LED, and collect the phototransistor signal to send to the display computer.
To embed the fibers, optical components, and sensor within the glove, an off-the-shelf clinical glove was turned inside-out and inflated and the components were secured with small strips of elastic tape from 3M. The fibers were secured along the back of the hand and along the sides of the pointer finger, crossing over the ball of the fingertip where the sensor was placed (Fig. 1) . In this way, the fibers would not be stretched when the finger was bent. The macrobend correction fiber was secured to the back of the finger instead of the fingertip to avoid being crushed. The optical components were taped to the glove on the back of the hand with the connection wires extending out past the wrist for connecting to the wrist cuff. The glove was then turned back inside-out so the fibers, sensor, and optical components were housed inside.
Data Acquisition and Testing
A custom LabVIEW interface was developed to display and record the force measured by the sensor. The sensor requires calibration before every use because of variability in fabrication and variability among users' fingertips. Thus, the first process is to apply the expected maximal load to an external compression load cell (Measurement Specialties FC22) also connected to the display unit. This generates a calibration curve that correlates force and voltage from the phototransistors (the difference between the sensor and macrobend correction channels), which is proportional to the light attenuation. The calibration curve is verified to be monotonically increasing so that every voltage input has exactly one force output and is subsequently saved in a lookup table. The voltage inputs are acquired at a 20-Hz sampling rate, subtracted, and linearly interpolated in the lookup table to calculate the force applied across the sensor (Fig. 10) . A moving average filter is applied with variable width that is automatically adjusted with periodic noise measurements on the signal.
Several properties of the sensor are clinically relevant and were tested manually. Force threshold here is defined as the minimum force applied to the sensor that can be detected in the display unit and is important for delicate measurements, such as pulse readings for cardiovascular practices. Range is the maximum force for which a monotonic calibration curve is still obtained. Threshold and range were measured with manual application of the sensor onto the calibration load cell up to its maximum force at ∼5 N∕s. Resolution is the smallest difference between two forces that can be differentiated by the sensor and was calculated from the analog-to-digital conversion over the range of input voltages from the phototransistors. Accuracy and stability were observed when loaded up to 24.8 N in displacement control and held for 30 s. Resolution and accuracy were measured on a linear vertical loading stage (UTM1000P.1, Newport Corporation) controlled by a universal motion controller/driver (ESP300, Newport Corporation). Noise due to finger bending and hand movement was also measured.
Results and Discussion

Numerical Model
The finite-element analysis revealed that the deformation of the sensor along the z-axis is linear with respect to the load, deforming 0.1 mm at 100 N (Fig. 4) . Under this load, the fiber bends along a periodic path in seven corrugations as shown in Fig. 11(b) . The angle and radius of curvature about which the fiber was bent were also measured. The total angle around all seven bends increases linearly with deformation and the radius of curvature decreases as 1∕r. When substituted into the loss formula from Eq. (1) and rearranged for measuring the voltage loss due to perturbation, the loss equation can be described as E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 1 1 ; 3 2 6 ; 2 0 0 ΔV ¼ 10 αe βF−γ∕F − 1;
where ΔV is the voltage difference, F is force applied, and α; β, and γ are the constants. Figure 11 demonstrates a qualitative validation of the sensor and agreement between the fabricated sensors and finite-element models. Figure 11(a) shows the periodic deformation of the fiber when compressed in a sensor without elastomeric filling material (this plastic deformation of the fiber is eliminated when the sensor is filled with the elastomeric material described previously). Figure 11(b) shows the deformation of a sensor (12) under load and the resulting cross section of the teeth. The yellow fiber profile was generated with the finite-element model and overlaid onto the photo for shape validation. Here, it shows that the slightly curved contours of the top and bottom surfaces reinforce the applicator plates so that the fiber can bend normally when a load is applied (see Fig. 11 ). The sensor is also made naturally to respond to a force that's added to a point since the light attenuation is proportional to the total amount of bend occurring in the entire fiber and independent of each individual bend in teeth.
Sensor Calibration
The sensor, when assembled, measures 1.0-mm thick with a footprint of 7 × 10 mm [ Fig. 1(b) ]. The top applicator interlocks with the bottom surface, holding the fiber securely and aligning the teeth correctly. The contours of the top and bottom surfaces allow the sensor to fit comfortably on the fingertip or palm. Even when large forces are applied to the sensor, it does not cause discomfort to clinician or patient. When calibrated up to 68 N (15 lbs), the sensor demonstrated strong agreement with expected results based on Eq. (11) from finite-element analysis and typical optical fiber bending response as shown in Fig. 12 . The corresponding 1.6-V voltage change shows relatively strong signal transduction. This is further enhanced by the fact that the LED, phototransistor, and wireless electronics onboard the wrist cuff require fairly small power (83.5 mW) to operate.
Sensor Performance
Three prototype gloves were tested briefly before being evaluated by clinicians in a physical therapy setting. Initial results have demonstrated that loads up to 90 N can be applied to the sensor while obtaining a monotonic load-loss curve, that is, a functional calibration curve is generated for measuring force through the sensor. Loads above 90 N on a fingertip sensor have been difficult to obtain because of a lack of finger strength. Average force threshold has been measured at 0.19 N and average sensor resolution is 0.05 N.
The whole glove system proved to provide a stable force measurement over time and with tolerable noise in the signal. With no movement, the signal-to-noise ratio (SNR) of the system has averaged 56 dB. When the glove was rolled from the fingertip to measure finger bending noise, the SNR decreased to 20 dB, but displayed only 2.7 N (0.6 lbs) increase in the force measured. Environmental light had little effect on the force measurement with an average SNR of 33 dB, contributing to a maximum force measurement artifact of 0.6 N (0.13 lbs).
The sensor's creep is most apparent when held in displacement control for prolonged periods. Figure 13 shows the output force measurement of the sensor and the actual force applied over a 60-s period. The sensor was initially loaded to ∼23 lbs (104.3 N) and subsequently held in displacement control. Because the sensor output is technically a measure of sensor deformation as it relates to bending, the sensor's measurement varies little over time. The creep in the elastomer is evidenced by the decay in actual force measured by the load cell in series. In 25 s, the actual force decayed from 23 to 18 lbs (104.3 to 81.6 N) while the sensor output remained at 22 lbs (99.8 N). Steady state was achieved after 25 s with a difference of 4 lbs (18.1 N) between sensor and load cell outputs.
After holding for 60 s, the load was rapidly removed, and the sensor's relaxation back to 0 lbs was measured (Fig. 14) . The sensor's force measurement relaxed to 2 lbs (9.07 N) within 0.05 s and to 1 lb (4.53 N) within 0.45 s. To reach 0.5 lbs (2.27 N) required an additional 1.5 s and after 10 s, the sensor's measurement was below 0.2 lbs (0.91 N). This graph shows the sensor system held in displacement control, that is, the sensor was compressed to a certain displacement and then held for ∼60 s while the drift in the sensor output was observed. Since the bendloss sensor is activated by displacement of the Journal of Biomedical Optics 127002-8 December 2017
• Vol. 22 (12) top and bottom teeth, the sensor value does not drift over time when held at a constant displacement. However, the elastomeric material in the sensor does relax over time and thus exerts less force on the load cell adjacent to the sensor. Therefore, the load cell experiences a significant relaxation over the same 60-s period. The important thing here is to acknowledge that there is a good amount of hysteresis involved that achieves steady state after holding for about 25 s, but with a 20% change between measured and actual force. However, the sensor comes back to baseline very quickly (within 0.5 lbs of 0 around 1.5 s after removing the force). Each sensor was then loaded in displacement control to one half of its range in the same fatigue profile described previously (10 3-s steps, 10 1-s steps, and 10 ½-s steps) and as shown in Fig. 15 . A custom peak finder algorithm was applied to the load cell and sensor time history profiles, and the difference between each peak was measured. The average peak difference between sensor and load cell for 3-s steps was 0.2 AE 0.1, 0.9 AE 0.3 for 1-s steps, and 1.1 AE 0.7 for ½-s steps. Latency between sensor and load cell to peak was found to be 0.1 s and relaxation to 0 lbs occurred within the length of the pulse at each rate. Thus, we can say that the sensor is dynamically responsive to 22 lbs∕0.1 s or 220 lbs∕s (997.9 N/s).
The sensor's resistance to fatigue was measured by cyclically loading to 30 lbs (136.1 N) for 1000 cycles at 1 Hz under displacement control (Fig. 16 ). The mean difference between sensor and load cell output was −0.3 AE 0.7 lbs (−1.4 AE 3.2 N) with a 95% confidence interval between −1.8 and 1.1 lbs (−8.2 and 4.9 N). There is no time dependence in the difference between load cell and sensor outputs over the length of the test (linear regression R 2 ¼ 0.09. Calibration curves were generated before and after fatigue and no significant difference was observed. The load cell's calibration also demonstrated no change after fatigue.
For clinical application, the sensor's response to materials of different stiffness was evaluated. In this work, two materials were chosen to mimic tissues that may be encountered in a clinical setting. The sensor was calibrated with no pad (between two rigid surfaces), between two soft, 1-cm-thick pads [modulus of elasticity ðEÞ ¼ 290 kPa], and between two stiffer 1-cm-thick pads (E ¼ 400 kPa) (Fig. 17) . The general shape for all three calibrations was similar but presented notable differences. The toe regions for the padded calibrations were significantly larger than the unpadded calibration. Also, sensitivity at low forces was approximately twice as high for the unpadded calibration than for both padded. Because of this, the overall loss at 40 lbs (181.4 N) was more than twice as high for the unpadded calibration. The calibration for the stiffer pad was repeatedly bimodal with an uncharacteristic linear region at ∼9 lbs (40.8 N). The sensitivity for the softer padded test fell to zero at 30 lbs (136.1 N), representing its total operating range. The difference between padded and unpadded calibrations can be mostly attributed to the contact between top and bottom pads beyond the footprint of the sensor such that some load was transferred through the pads instead of exclusively through the center of the sensor.
One shortcoming of other identified sensors is their temperature dependence. In a clinical application, the sensor may be exposed to temperatures between 25°C (room temperature) and 37°C (body temperature). In other applications, the range may be higher. To test this sensor's temperature response, the sensor was heated with a heat gun and the temperature monitored from 23°C to 80°C. With no force applied, the sensor showed no temperature response until the fiber began to curl above 80°C. However, when loaded in displacement control to 30 lbs (136.1 N), the sensor's output decreased linearly after 35°C (Fig. 18) . At 80°C, the sensor's voltage output was decreased by 10%, producing a 20 lbs (90.7 N) decrease because of its nonlinear sensitivity. When inspected manually, it was apparent that the plastic deforming plates had softened significantly which induced less bending in the fiber. If the elastomer had softened at all, its effect was masked by the decreased sensitivity caused by the softened plastic. For clinical application, the difference in temperature between normal body (37°C) and (12) fever (say 40°C) would have only a 4% impact on force measurement accuracy even if the sensor was fully heated to body temperature. In practice, it is not likely to reach the full internal body temperature of the patient and is likely to be closer to 30°C at which there is no difference in sensor performance from room temperature.
The resolution of force measurements is dependent on the sensitivity of the sensor at any given force. Analog-to-digital conversion is performed over 0 to 5 V with 14-bit resolution, providing 0.00031 V/pt. According to the average sensitivities measured, at 0 lbs, the sensitivity is 0.07 V/lb (0.015 V/N), which, when divided, gives a resolution of 0.0044 lbs (0.019 N). The highest resolution is coincident with highest sensitivity (at ≈ 2 lbs or 9.07 N) and is calculated to be 0.0017 lbs (0.0077 N). As the sensitivity decreases closer to the range of the sensor, its resolution also decreases so that at 40 lbs (181.4 N), the resolution may be larger than 0.1 lbs (0.45 N). The smallest measureable force is 0.02 lbs (0.09N) (measured by the sensor, not the load cell). This source of error is practically small compared to other sources of error. Other noticeable noise sometimes the sensor does pick up from is heartbeat if the sensor is placed directly over a major vessel, but the effect is relatively low (measured at <0.2 lbs worst case).
Clinical Trial
A longitudinal clinical trial was conducted at the University of Minnesota to investigate the effect of repeated force measurements performed on patients during rehabilitation following anterior cruciate ligament (ACL) reconstruction surgery (Fig. 19) . Fifty-two patients were enrolled with mixed sex and ages between 18 and 50 years. These patients were randomized into treatment and nontreatment groups and were evaluated weekly during normal assessments. Over the duration of their recovery, active and passive range of motion (ROM), joint laxity, and quadriceps strength were measured and recorded (Fig. 19) . The treatment group was evaluated quantitatively with the force-sensing glove system presented in this work, and the nontreatment group was evaluated with the current standard of care. Three physical therapists concurrently treated mixed groups of treatment and nontreatment patients for the 5-week duration reported here. The use of force feedback was the only experimental variable tested in this study.
Passive flexion and extension knee joint ROM was tracked for all patients during the first 5 weeks of treatment. This period of time is critical in determining the ultimate recovery of the Both groups show steady improvement in ROM over time. After week 1, the treatment group demonstrated better recovery of ROM than the nontreatment group in both extension measurements and after week 2 the same was true for flexion. After 5 weeks, the treatment group had recovered to 98.0% normal extension ROM and 91.2% normal flexion ROM compared to 91.4% and 84.3%, respectively, for the nontreatment group (Fig. 20) . Of the total 260 planned sessions, 10 data points were not collected because of missed appointments.
ACL laxity was measured with the glove during a Lashman test and with the KT-1000, the standard joint laxity measurement device. This head-to-head comparison served as a method to evaluate the glove's accuracy and utility when compared against the current state-of-the-art. The Lashman test is an anterior drawer test that measures the laxity in the knee joint by applying force to the back of the tibia and quadriceps. It is normally performed without force control but in this study, 15 lbs were applied as measured by the glove to allow for evaluation over time and comparison to the KT-1000. Again, measurements were referenced to the contralateral knee. There appears to be no difference in the laxity measurements between the Lashman scoring system with force feedback from the glove and the KT-1000 score (Fig. 21 ). The data demonstrate similar means and standard deviations during the 6-week evaluation period. Quadriceps muscle strength was measured every week to evaluate strength recovery postsurgery. Current strength measurement is scored relative to the contralateral muscle on a 0 to 5 scale in which the definition of every point is qualitative. The rubric is shown in Table 1 . Muscle strength was quantified in the treatment group using the force-sensing glove. Figure 22 shows an inverse relationship between the muscle strength difference (measured by the glove) and the manual score, demonstrating good correlation between manual and glove strength measurement. Notably, however, the measurement variation found in the glove data is smaller than the manual scoring data. For instance, at week 2, average strength for all 26 patients is ∼16 N less than normal with a single standard deviation interval between 12 and 21 N. In the manual scoring system, a single standard deviation away from average represents the difference between not being able to move against gravity and normal strength.
Conclusion
Theoretical calculations based on finite-element analysis and empirically derived bendloss formulas have been performed and show strong agreement with sensor characteristics. Because the equations used in this work contain condensed variables from unknown terms, the relationship is innately qualitative and is useful only for validation of the sensor's relative, not absolute behavior. The derived loss equation also allows performance predictions to be made when altering geometric parameters. Notably, it has been shown mathematically that increasing the pitch increases the range while decreasing sensitivity. The specific teeth geometry used in this work has proved to produce repeatable and reversible losses up to 89%, providing high sensitivity over a large dynamic range. Under loading over 100 lbs (453.6 N), which is far outside the expected clinical applications, the fiber itself is protected from plastic deformation. Clinical criteria for range, sensitivity, and resolution have been exceeded. Notably, the sensor is sufficiently sensitive to detect the pulse from a wrist or carotid artery while robust enough to measure loads greater than 40 lbs (181.4 N). Fatigue over more than 1000 cycles has not been observed, indicating that a single sensor will continue providing highly repeatable force measurement for the duration of any clinical application. Because only a small volume of plastic, elastomer, and fiber are consumed in each sensor, the cost is sufficiently low for the gloves to be fully disposable.
Some shortcomings have been identified in this sensor, however. Current fabrication methodology produces inconsistent sensors due to the preloading protocol performed in load control. Future techniques should preload the fiber in displacement Journal of Biomedical Optics 127002-12 December 2017 • Vol. 22 (12) control during curing to more repeatably produce sensors. Accuracy to within 0.25 lbs (1 N) has been demonstrated at intermediate loading rates but is generally poorer at slower or faster rates (worse than 1.0 lbs or 4.54 N). Particularly, significant creep occurs when loaded for long durations. However, no other sensors of similar profile and footprint have been identified that demonstrate better dynamic fidelity. The current sensor is stable in temperatures up to 35°C but future sensors should be fabricated with a more temperature resistant plastic to increase its operating range to at least 40°C. For accurate clinical measurements, attention must be given to the stiffness of the tissue under loading. As expected, higher sensitivity has been demonstrated when tested between two rigid surfaces than more flexible materials. Calibration must be performed with tissue-like pads to mimic realistic loading conditions to obtain maximally accurate force measurement.
In this work, most sensor performance experiments were performed manually on a machine press with a calibrated load cell in series with the sensor. Although the forces measured and reported are accurate, significant noise was also introduced into the system because of the imprecise control of manual loading. Care was taken to eliminate human interaction but in some cases, including hysteresis measurements and cyclic loading, reliable and quantitative results were unobtainable. In future experimentation, a computer-controlled loading test machine should be used.
The clinical trial results presented in this work have demonstrated efficacy in improving patient recovery after ACL reconstruction surgery, validated the data collected against a standard quantitative clinical tool, and shown utility in decreasing variability in muscle measurement. This trial is ongoing and will continue to evaluate up to 120 patients over 12 weeks, whereby generating a significant body of data and a basis for making statistical judgments. Until then, statistical conclusions cannot be made from these results. However, it does appear that the glove has improved patient ROM recovery after just 2 weeks. Because the effect of the glove is not directly responsible for this improvement, a hypothesis must be made to account for this apparent success. It has been noted by the physical therapists that having access to force feedback in real time has allowed them to better track individual progress and provide better instructions and accountability for patient stretching and exercises during the week. This improved self-therapy has led to better outcomes. Another possible success mode is added motivation given to the patients upon observing their own performance quantitatively.
In conclusion, this force-sensing clinical glove represents a standard for quantifying clinical forces and establishes an unprecedented method for universally measuring and recording direct clinical force application. Unlike other measurement technologies currently available, this glove system measures direct loading between clinician and patient, minimally affects a clinician's normal function, and is fully disposable. Because of the system's low profile and simplicity, it may be readily adopted into clinical practice where a large body of foundational knowledge may be generated and shared among peers. Data from large-scale studies may become accessible and meaningful to all musculoskeletal clinicians with this device who may use published data to evaluate individual patients. The present work has demonstrated that the sensor and glove system have met all criteria established for clinical use and further developments will improve performance characteristics where needed.
